Introduction {#s0001}
============

A major obstacle to plasmid vaccination is the requirement of the DNA vaccine to be effectively delivered intracellularly to the host cell nucleus. Outside of rodent models, the delivery of naked DNA through a standard intramuscular (IM) injection is notoriously inefficient. Historically, this has led to an inability to achieve robust immune responses in large mammals and humans.[@cit0001] Many strategies have been developed to enhance the expression of DNA-based vaccines, such as codon-optimization[@cit0003] and the development of optimized consensus sequences.[@cit0005] The addition of co-delivered gene-based molecular adjuvants is another area where an augmentation of resulting immune responses frequently occurs.[@cit0007] Despite the improvements in vector design and use of molecular adjuvants, there is still a clear requirement for an efficient method of administration of DNA vaccines that result in high level expression of the plasmid in the desired cell type of the desired tissue, most commonly muscle, tumor, or skin.

While vaccine delivery to the skin is associated with dose sparing immunization regimes, intradermal delivery is limited by the volume of vaccine that can be delivered at a single site. Whereas a standard volume for IM delivery in large mammals (pigs and non-human primates) and humans is 1--2 ml, ID delivery is usually limited to 100 μl. The 100 μl volume limitation spans small rodents such as guinea pigs and rats all the way up to non-human primates and humans and is a function of the de-lamination of epithelial tissue. Volumes much larger than 100 μl can be associated with tissue damage and a lack of tolerability in humans. As such, the dose delivered to a single site is significantly restricted. The use of a multiple head delivery device would in part alleviate this restriction, allowing for multiple sites to be treated simultaneously, therefore increasing the available dose 2--4 times. Treating multiple sites simultaneously would not only increase the systemic delivered dose but also significantly increase the number of cells directly transfected by the plasmid antigen of interest. This may have a significant impact on the immune response generated. Simultaneous multiple site treatment would also allow for the tailored delivery of combination vaccines. This could apply to the combination of plasmids within a single vaccine (e.g., Env, Gag, and Pol for HIV) or a combination of different target vaccines (e.g., Rabies, Ebola, Hanta for troops deployed in endemic regions).

The vast majority of published DNA vaccine studies report no negative impact on the magnitude or breadth of the generated immune response to the individual components when delivering combination vaccines.[@cit0008] Indeed, combination DNA vaccines have now entered the clinic and have shown great promise.[@cit0007] However, there are several published preclinical reports where interference was noted when delivering combination vaccines ([**Table 1**](#t0001){ref-type="table"}). Interference between DNA vaccine components could occur at either the transcriptional or translational levels or be a function of delivery capability. Table 1.Summary of documented accounts of studies observing interference when delivering multi-valent DNA vaccines Vaccine TargetDiseasePlasmidAntigensDelivery MethodologyPublications**1**Hantaan virus (HTNV) and Andes virus (ANDV)Hemorrhagic fever with renal syndrome (HFRS)pWRG/HA-MM gene products (G1 and G2 glycoproteins)Gene GunHooper, Custer, Smith and Wahl-Jensen, 2006[@cit0013]**2**Hantaan virus and Puumala virusHemorrhagic fever with renal syndromepWRG7077M segments of HTNV or PUUVGene Gun or IM EPSpik, Badger, Mathiessen, Tjelle, Hooper and Schmaljohn, 2008[@cit0014]**3**Vaccinia VirusSmall poxpWRG7077L1R and A33R proteinsGene GunHooper, Custer, Schmaljohn and Schmaljohn, 2000[@cit0015]**4**Human papillomavirusCervical dysplasiapCDNA4-HPV16L1h-L2h/SV40oriL1 proteinsIMGasparic, Rubio, Thones, Gissmann and Muller, 2007[@cit0016]**5**Human immune-deficiency virus type-1HIV/AIDSpKCMVTat, nef, revIMKjerrstrom, Hinkula, Engstrom, Ovod, Krohn, Benthin and Wahren, 2001[@cit0017]**6**Hepatitis C virus Hepatitis B virusChronic hepatic inflammation and liver diseasepHBsAg pC191Hepatitis B surface antigen and HCV coreIM EPZhu, Wu, Deng, Pei, Wang, Cao, Qin, Lu and Chen, 2012[@cit0018]**7**Human immune-deficiency virus type-1HIV/AIDSpQL11Gag, Pol, Nef and EnvIMBockl, Wild, Bredl, Kindsmuller, Kostler and Wagner, 2012[@cit0019]

One solution to the problem of interference would be to design a delivery device that would distribute each DNA vaccine component to spatially separate treatment sites. Such a delivery platform would allow each plasmid component a defined sub-population of target cells for the correct transcription, translation and ultimate presentation of the antigenic protein. As such, each component should function independently of each other and thus negate any immune interference issues.

Electroporation is a physical method used to temporarily increase skin permeability.[@cit0020] This methodology involves the application of brief electrical pulses that result in the creation of aqueous pathways within the lipid bi-layer membranes of mammalian cells. This allows the passage of large molecules, including DNA, through the cell membrane, which would otherwise be less permeable. As such, electroporation increases the uptake, as well as the extent to which drugs and DNA are delivered to their target tissue.[@cit0022]

In the case of DNA vaccines, electroporation has been shown to quantitatively enhance immune responses, increase the breadth of those immune responses as well as improve the efficiency of dose.[@cit0026] More recently, the DNA-EP platform has been successfully translated into the human clinical setting and has demonstrated significantly improved immune responses in several vaccine studies.[@cit0007] The many advantages of skin delivery, most notably the presence of a variety of immune relevant cells, easy clinical accessibility as an immunization target organ, and the minimal depth of delivery (minimally invasive) prompted us to develop a dermal electroporation device that would be considered tolerable, user-friendly, and easily amenable to mass production, while continuing to achieve high transfection rates resulting in robust immune responses. The surface intradermal EP (SEP) device[@cit0029] differs from other invasive platforms in that the electrodes are minimally invasive (make direct contact with the skin surface but do not penetrate) and operate at significantly lower voltages (20--25 V) compared with other dermal devices that routinely operate at 50--100 V (nominal voltage). The distinctive electrode configuration is designed to better achieve threshold electric fields over a wider area at lower applied voltages. Our previous work with this device demonstrated the effective uptake and expression of DNA plasmids resulting in robust humoral and cellular immune responses.[@cit0029] However, the published version of the SEP device was only able to deliver multi-antigen formulations to a single site at any given time.

To increase the number of immunologically active cells at each immunization, provide the option to increase the available dose and mitigate any potential immune interference issues, the SEP device was re-designed and engineered to have the capability of delivering multiple vaccine components to spatially distinct sites simultaneously. This new multi-agent device (multi SEP or mSEP) would be particularly useful for combination vaccines that are rapidly formulated (and thus obviate the need for testing for interference) such as in response to emerging infectious disease threats or pandemics. In addition, such a multi-head device could be used to overcome the limited dosing issues often associated with intradermal delivery. Since this device design is modular in nature, multiple heads can be powered at once, allowing for a tailored delivery platform customized to the needs of each multi-valent vaccine.

The work detailed here outlines the development of the multi-head platform device and its application as a delivery modality in guinea pig and hamster skin. We investigate the effective transfection and expression of plasmid DNA using this device and demonstrate its ability to produce robust immunity which would be otherwise be impacted by cocktail delivery and most importantly, demonstrate the plasticity of the device to increase the dose of vaccine delivered.

Materials and Methods {#s0002}
=====================

Animals {#s0002-0001}
-------

Animals were housed at Biotox Sciences. All procedures complied with the Animal Welfare Act (AWA) and Institutional Animal Care and Use Committees (IACUC). Thirty female Golden Syrian hamsters (Charles River) and 11 Female Hartley guinea pigs (Charles River) between 3--4 wk of age were allowed to acclimate for 2 wk prior to initiating the study.

Devices {#s0002-0002}
-------

The SEP array was designed to contact the skin without penetrating the tissue and is therefore considered a minimally invasive surface electrode device. The single head array is comprised of 16 stainless steel needle electrodes with trocar grinds at 1.5mm spacing in a 4×4 configuration.[@cit0029] The multi-head device (mSEP) was designed to incorporate two (m2SEP) or four (m4SEP) of the single head arrays into a single hand-piece. The spacing between the heads was 5 mm. The current device was designed to work in conjunction with the ELGEN1000 (Inovio Pharmaceuticals) pulse generator. The electrical parameters for the device is three 25 V pulses of 100 ms duration with 200 ms delay between pulses.

Treatments {#s0002-0003}
----------

All injections were performed using the Mantoux injection technique with a 29 gauge tuberculin syringe delivering plasmids formulated in PBS buffer. EP treatments were conducted immediately following injection by placing either the SEP device or mSEP device on top of the bleb(s) created by the injection and applying pressure during the entire EP procedure to ensure good contact of the electrodes.

### Hamsters {#s0002-0003-0001}

Hamsters were divided into three groups of 10. A total of 3 treatments were performed at days 0, 21, and 42. Treatment regimen was as follows: group 1 received two 50μl injections of 50 μg of Hantaan virus (HTNV) and 50 μg of Puumala (PUUV) DNA vaccines with each injection immediately followed by EP using the SEP array; group 2 received one 50 μl injection of a cocktail mixture containing 50 μg each of HTNV and PUUV DNA vaccines immediately followed by EP using the SEP array; group 3 received two 50 μl injections of 50 μg of HTNV and 50 μg of PUUV DNA vaccines immediately followed by EP using the m2SEP.

### Guinea pigs {#s0002-0003-0002}

Guinea pigs were divided into two groups of 5 per group. A total of 3 treatments were performed at days 0, 14, and 21. Treatment regimen was as follows: group 1 received one 50 μl injections of 25 μg of H5HA DNA vaccine with the injection immediately followed by EP using the SEP array; group 2 received four 50 μl injections of 25  μg each of H5HA DNA vaccine totaling 100  μg total dose immediately followed by EP using the m4SEP array.

Sample collection {#s0002-0004}
-----------------

### Peripheral blood {#s0002-0004-0001}

Hamster and guinea pig blood collection was conducted every 3 wk beginning at day 0 and up to week 12. For hamsters, collection consisted of inserting a 29 gauge 1ml tuberculin syringe via jugular vein and placing the blood collected in serum separation microtainer tubes. Guinea pigs required the insertion of a 28 gauge ½ inch needle connected to a 3 ml syringe via jugular vein and placing the blood collected into a 3 ml serum separation tube. The blood was then centrifuged (Eppendorf 5417R or Rotanta 460) at 3540 rcf for 10 min. The serum was transferred into a 1.7mL microcentrifuge tube and placed at --20°C until testing.

### Tissue collection {#s0002-0004-0002}

Guinea pig skin was shaved and depilated one day prior to treatment. The skin was then excised 72 h post treatment and stored at --20°C for gross imaging using Olympus OV100 imaging system (AntiCancer Inc.) at 480 nm.

ELISA {#s0002-0005}
-----

### Guinea pig {#s0002-0005-0001}

Antibody responses against H5 were evaluated by ELISA using sera. 96-well plates (Costar) were coated with 0.3  μg/ml H5(H5N1) (A/Vietnam/1203/2004) (Immune Tech) at 4°C overnight. The next day, using BioTek 96 well automated plate washer, the plates were washed 4 times then blocked with 200  μl of nonspecific binding solution (1xPBS with 0.5% BSA) and incubated for one hour at 37°C. After incubation, the washing step was repeated. Samples were run in triplicates and added to row A at a 1:50 dilution using a dilution buffer solution (PBS with 0.2% BSA and 0.05% Tween-20). From row A, 50 uL of sample was taken and serially diluted 1:3 in the corresponding rows up to G; row H was used as a negative control background measurement. After two hours of incubation at 37°C, the plates were washed and 100  μL of goat anti-guinea pig IgG-HRP (Sigma) diluted at 1:10 000 using dilution buffer solution was added to each well and incubated for one hour at 37°C. The wash step was repeated a final time and 100  μl of TMB 2-component Microwell Peroxidase System (KPL) was added and developed for 6 min at room temperature. Development was stopped by adding 50  μl of TMB Stop Solution (KPL). The plates were read on a Molecular Devices SpectraMax 384 plate reader at an OD of 450nm. A positive titer was calculated by subtracting 2 times the average background OD from the average sample OD. Positive titers were plotted as end-point titers.

PRNT assay {#s0002-0006}
----------

Neutralization assays were performed essentially as previously described (Chu et al.*,* 1995; Hooper et al.*,* 1999). Sera from vaccinated hamsters were incubated at 56°C for 30 min to destroy complement, then diluted 1:20--1:5120 in cEMEM with 10% heat inactivated fetal bovine serum (FBS, Invitrogen), 10 mM HEPES (Sigma Aldrich), 2 mM L-glutamine (Thermo Scientific), 1% non-essential amino acids (NEAA, Sigma Aldrich), 100 I.U. penicillin/100  μg/ml streptomycin (Cellgro), and 0.25ug amphotericin B (Life Technologies). A viral stock of known titer was then diluted to 1 × 10^3^ plaque forming units (pfu)/ml in EMEM with 10% FBS, HEPES, NEAA, penicillin/streptomycin, amphotericin B, and 10% guinea pig complement (Cedarlane). An equal volume of diluted virus was then added to each serum dilution tube and also to a cEMEM-only control. The tubes were incubated at 4°C overnight. The following day, 170  μl of the virus/serum mixture was added to duplicate wells containing 7-d-old Vero E6 monolayers in 6-well plates. The plates were incubated for 60 min at 37°C/5% CO~2~ with gentle rocking and shaking every 15 min to distribute the inoculum over the monolayer. At the end of the incubation period, 3 ml of a primary overlay mixture consisting of 2× EMEM, 8 mM L-glutamine, 1% NEAA, 100 I.U. penicillin/100  μg/ml streptomycin, 0.25 ug amphotericin B, and 0.6% SeaKem ME agarose (Lonza) was added to the wells. The plates were then incubated for 7 d at 37°C/5% CO~2~. At this time, the HTNV plates had 2 ml of a secondary overlay added to each well, and the plates were incubated for an additional 3 d. This secondary overlay was identical to the primary overlay with the exception that 5% FBS and 5% of neutral red solution (Gibco) were added. The PUUV plates had 1 ml of the primary agarose overlay added and were incubated an additional 3 d, after which they received 2 mls of the secondary overlay and were incubated an additional 3 d. At the end of the incubation, plates were placed at room temperature in the dark. Plaques that appeared during the next 2--4 d were counted, and the neutralizing antibody titers were calculated. The 50% PRNT titer (PRNT~50~ titer) is the highest serum dilution that reduces the number of plaques by 50% relative to the average number of plaques in the control wells that received medium alone.

Statistical analysis {#s0002-0007}
--------------------

Data presented as the mean ± s.d. calculated from triplicate wells of pooled lymphocytes from each experimental group. Where appropriate, the statistical difference between immunization groups was assesses using a two-tailed, paired Student *t* test that yielded a specific *P* value for each experimental group. Comparisons between samples with a *P* value \<0.05 were considered to be statistically different and therefore significant.

Results and Discussion {#s0003}
======================

Development of a concept multi-head surface electroporation device {#s0003-0001}
------------------------------------------------------------------

In a bid to build on an electroporation platform in current research use and to allow the tailored delivery of combination vaccines, we designed a multi-head surface electroporation device. The new EP applicator consists of a two- or four-head array ([**Fig. 1A--D**](#f0001){ref-type="fig"}). The electrode arrays (16 pins at a 4×4 orientation, 1.5 mm spacing between electrodes) are captured in individual sockets within the plastic handle, allowing each array to be individually addressed if necessary. The device is designed to only make contact with the surface of the skin and not directly penetrate the tissue. The prototype applicator was originally built as a tethered device which connected to the ELGEN 1000 pulse generator ([**Fig. 1A and B**](#f0001){ref-type="fig"}). However, later iterations are wireless, battery-powered devices in which the module is programmed through a hand-held tablet ([**Fig. 1E**](#f0001){ref-type="fig"}). The tablet also allows for real-time analysis of pulse data. Figure 1.Multi-head device (**A**) CAD concept drawing of multi-head hand piece (**B**) Working prototype of 4×4 array with 1.5mm spacing. (**C**) Close up of CAD concept disposable 2-head array (m2SEP). (**D**) Close up of CAD concept 4-disposable head array (m4SEP). (**E**) Wireless device in base station with Pocket PC displaying the user interface. (**F**) The m4SEP in use in a guinea pig model.

Reporter gene expression allows visualization of spatial separation immunization using the multi-head electroporation device {#s0003-0002}
----------------------------------------------------------------------------------------------------------------------------

To demonstrate the ability of the multi-head device to deliver spatially separated DNA plasmids, separate skin sites on the flank of a guinea pig were injected with either 50  μl of 1 mg/ml GFP plasmid or 50  μl of 1 mg/ml RFP plasmid and immediately pulsed using the multi-head device ([**Fig. 2A**](#f0002){ref-type="fig"}). Robust and reproducible GFP and RFP transfection was visible on the skin surface 6 h following treatment and peaked between 24--48 h.[@cit0033] Minimal or no reporter gene transfection was detectible following GFP or RFP plasmid injection alone ([**Fig. 2A**](#f0002){ref-type="fig"}). The expression patterns of both reporter genes were spatially separated when delivered by the m2SEP ([**Fig. 2A**](#f0002){ref-type="fig"}) and m4 SEP ([**Fig. 2B**](#f0002){ref-type="fig"}) devices and there was no evidence of signal overlap. To mimic delivery of a combination vaccine, GFP and RFP plasmids were mixed and delivered as a cocktail ([**Fig. 2C**](#f0002){ref-type="fig"}) using the single head SEP device. Since multiple transfected cells took up and expressed both reporter genes, the majority of the resulting signal is yellow. To demonstrate the possible need for a defined positioning and separation of the delivered plasmids, two reporter gene treatments were performed intentionally close to one another to demonstrate the overlap of expression resulting from the co-localization of the two reporter signals ([**Fig. 2D**](#f0002){ref-type="fig"}). Figure 2.Overlap of reporter gene expression can be overcome by using the multi-head EP device. GFP and RFP reporter gene expression is used as a surrogate for visualizing the spatial separation of DNA plasmid vaccines. (**A**) Reporter gene plasmid (GFP and RFP) was delivered using the dual-head EP (m2SEP) device to spatially separate the two plasmids. (**B**) Reporter gene plasmid (GFP and RFP) was delivered using the quad-head EP (m4SEP) device to spatially separate the two plasmids. (**C**) GFP and RFP plasmid were mixed to mimic a cocktail vaccine and delivered using the single head EP device. (**D**) Intradermal injections of RFP and GFP plasmid were intentionally performed in close proximity of each other. The overlap of signal can be seen in the yellow band section.

Multi-head delivery avoids immune interference between Hantaan virus and Puumala virus DNA vaccines {#s0003-0003}
---------------------------------------------------------------------------------------------------

Hemorrhagic fever with renal syndrome (HFRS) caused by hantaviral infection is a significant disease burden in the areas where the viruses are endemic as well as a significant threat to military personnel in the field. Previous work from this group demonstrated that vaccination with DNA constructs expressing the M segment of HTNV, which produces the two viral glycoproteins, protect animals against three (Hantaan, Seoul and Dobrava viruses) of the four hantaviruses known to cause HFRS, but not against Puumala virus (PUUV). Therefore, to be a universally protective vaccine against HFRS, a combined HTNV and PUUV vaccine would be required. Both vaccines have excellent efficacy and provide 100% protection when delivered alone. However, when delivered as a combination, the efficacy of the HTNV vaccine drops off considerably.[@cit0014] As a model of immune interference, we used this vaccine platform to evaluate the efficacy of our multi-head device. The M segment HTNV and PUUV DNA vaccines were delivered to Golden Syrian hamsters via either the multi-head device, as a combination at a single site, or separately at two sites using our SEP device. Hamsters were vaccinated three times (50 μg DNA per dose) through an intradermal injection followed immediately by electroporation. Plaque reduction neutralization tests (PRNT) were performed on sera from immunized animals and compared with titers from historical samples allowing assessment of protective antibody levels ([**Table 2**](#t0002){ref-type="table"}). Table 2.Average antibody (PRNT~50~ GMT) responses to DNA vaccines delivered by multi-head electroporation following three vaccinationsDeviceHTNV titersPUUV titersMulti-head (HTNV and PUUV DNA delivered separately)538226SEP (HTNV and PUUV DNA delivered as a combination)14863SEP (HTNV and PUUV DNA delivered separately)296187

Multi-head delivery increases number of cells transfected and allows for increased dose delivery {#s0003-0004}
------------------------------------------------------------------------------------------------

A significant limitation of ID delivery is the available volume of vaccine delivered. Single site ID immunizations are typically limited to 100  μl while IM volumes can reach between 1--2 mls. The ability to increase the volume of vaccine (and therefore the resulting dose) delivered to the skin may impact the resulting immunogenicity. The multi-head device offers a solution to increase the delivered vaccine volume from 100  μl to either 200 or 400  μl. As such, this also allows either a doubling or quadrupling of the delivered dose. To investigate this effect, we immunized guinea pigs either at a single site using SEP or at four sites using the m4SEP platform to evaluate the efficacy of our multi-head device to increase dosing in the skin. The H5 (pGX2001 SynCon^TM^ vaccine) construct encodes a consensus sequence of hemagglutinin (HA) from H5N1 viruses. DNA vaccines were delivered to Hartley guinea pigs via either the multi-head device at four sites or at a single site using our SEP device. Guinea pigs were immunized three times (25  μg DNA plasmid using the SEP or 100  μg total (4 × 25  μg) DNA plasmid using the m4SEP) through an intradermal injection followed immediately by electroporation. ELISA assays were performed on serum from immunized animals. Antibody titers generated from vaccination with the high dose four site multi-head (m4SEP) device were higher than the single lower dose using the SEP ([**Fig. 3**](#f0003){ref-type="fig"}). Figure 3.Improved antibody titers are generated through the use of higher doses facilitated by delivery with the multi-head EP device. Higher magnitude antibody titers are generated in guinea pigs immunized with higher doses of influenza plasmids facilitated by the use of the multi-head EP (m4SEP) device. Endpoint titers for ELISA against H5HA delivered either as a single 25 μg dose with the SEP or as a 100 μg dose with the m4SEP.

Conclusions {#s0004}
===========

Intradermal electroporation is a platform technology which offers a solution to the tolerable delivery of DNA vaccines in the clinic for prophylactic immunization. Multiple examples of published literature demonstrate the ability of the ID-EP platform to elicit robust immune responses in a spectrum of animal models[@cit0030]^,^[@cit0034] and in the clinic.[@cit0028] The use of combination vaccine strategies has a number of clinical benefits. Such vaccine combinations can help to simplify the current immunization schedule, decreased anxiety associated with a perceived reduction in pain through fewer vaccinations, an increase in patient compliance, improved convenience and decreased cost for the patient as a result of fewer office visits. In the future, combined vaccination strategies for military personnel in the field could be envisaged where a soldier is rapidly immunized against disease endemic in the area of deployment. Specifically, in the case of DNA vaccines, due to their ease and rapidity of manufacture, multiple vaccines could be generated in a short period of time and deployed to troops and the general public when a response to a pandemic disease outbreak or bioterrorism attack is critical. Under these circumstances, the use of the multi-head delivery device could allow for the rapid deployment of the vaccination campaign without the need for pre-screening of the combination vaccine.

While ID delivery is associated with dose sparing, a limit to the volume/dose of vaccine delivered to skin may negatively impact its use as a target tissue for vaccination in the clinic. Additionally, a literature search confirmed that there were several noted incidences of DNA vaccine interference which impacted the immunogenicity of a variety of combination vaccine targets. To mitigate this risk of interference and increase delivered dose, we investigated the feasibility of developing a device designed to mitigate immune interference issues through spatial separation delivery. This study demonstrates through expression of reporter gene constructs and immunogenicity studies with multiple vaccine combinations that delivery via a multi-head surface EP device allows for higher dose immunization strategies, site tailored vaccine delivery and delivery that alleviates the negative impact of immune interference.

The device design for this delivery platform was an extension of our SEP device which had previously shown the ability to successfully deliver nucleotides to skin in a number of animal models.[@cit0029]^,^[@cit0040] The two array and four array version of the mSEP devices (m2SEP and m4SEP respectively), were developed and manufactured using the same engineering processes as the SEP device. For example, the electrode arrays are built using printed circuit board (PCB) technology to both locate and hold the individual electrodes as well as to also connect the electrical stimuli to each electrode. Untethered units have recently been developed to incorporate a wireless hand-piece design ([**Fig. 1E**](#f0001){ref-type="fig"}).The wireless iteration has a quick connect array mounting system allowing for the use of disposable arrays ([**Fig. 1C and D**](#f0001){ref-type="fig"}). The PCB circuit was designed to deliver the electrical pulses to each array simultaneously. To allow for distinct separation of vaccine delivery, the smallest theoretical gap between two cells expressing different plasmid constructs would be a single cell. Technically however, this would be hard to achieve from a device design perspective. Here we chose a spacing of 5mm between the two heads allowing for optimal fluid delivery of the vaccine while still maintaining the required pressure to ensure appropriate conductivity.

The animal model of choice for many dermatological applications is the guinea pig. This is primarily due to the similarity in skin physiology between these rodents and humans. For this reason, the reporter gene studies and the influenza immunity study were performed in the Hartley guinea pig model. The hantavirus vaccine immunity study was performed in Syrian Golden hamsters, which is an infection model for HFRS- causing hantaviruses.

To demonstrate that the multi-head device was able to successfully deliver plasmid to the skin and be at least as effective a delivery device as its single-head predecessor, we used reporter gene transfection as a read-out. The resulting transfection patterns from the multi-head device were equivalent in size, shape and level of expression to the single head SEP device ([**Fig. 2A and B**](#f0002){ref-type="fig"}). To visually demonstrate the ability of the device to spatially separate two plasmids, RFP and GFP were injected and EPed with the multi-head device ([**Fig. 2A**](#f0002){ref-type="fig"}). The expression of both plasmids was robust and showed no evidence of overlap of the signal. In an attempt to visually demonstrate the impact of separation, we intentionally delivered a bolus of both GFP and RFP plasmid close together and EPed with the single head SEP device ([**Fig. 2C**](#f0002){ref-type="fig"}). While the extremes of the transfection areas were true to the expression of the single plasmid, there was an obvious area of overlap in the center where some cells had been transfected with both RFP and GFP plasmids and so the resulting signal appeared yellow. While this overlap of expression had no negative effects on the output of these reporter genes, the degree to which this overlap occurs could significantly impact the expression and immunogenicity of two plasmids which do interfere. To mimic a combination vaccine delivered at a single site, GFP and RFP plasmid were mixed at equal doses and delivered to skin using the single head SEP device ([**Fig. 2C**](#f0002){ref-type="fig"}). Using the red and green channels of the microscope, the expression pattern of each individual plasmid can be visualized clearly. When the images are merged, it becomes apparent that while some cells are exclusively RFP or GFP positive, the majority express both plasmids, suggesting that single cells are taking up both plasmids. This has wide ranging implications for combination vaccines. If single cells are capable of being transfected by multiple plasmids, then interfering plasmids could obliterate the protective ability of a vaccine.

To extend this study past expression, we investigated the impact of plasmid interference on immunogenicity and the ability of the mSEP device to mitigate this effect. Here we show a DNA combination vaccine where interference in a specific animal model is an issue, specifically a vaccine against Hantavirus. In the case of a DNA vaccine against Hantavirus, when HTNV and PUUV DNA are delivered as a combination, the efficacy of the HTNV DNA vaccine drops off considerably.[@cit0014] It appears that the interference is at the mRNA level (Schmaljohn, personal communication). Using the multi-head device, we were able to entirely restore the potency of both vaccine components and observed robust PRNT titers against both antigens ([**Table 2**](#t0002){ref-type="table"}).

In the context of plasmid interference, it is important to note that issues with interference can be animal model specific. This is supported by work from USAMRIID[@cit0013] where they demonstrated that plasmid interference was animal model specific. It would therefore be prudent to evaluate combination vaccines in more than one animal species to ensure efficacy.

While it is intuitive that increasing a low dose of vaccine is likely to result in improved generation of immunity, the ability to deliver DNA vaccine doses closer to those delivered through IM EP may be an important tool for the success of ID EP vaccine delivery in the clinic. The multi-head device is a solution to dose limiting in the skin and we attempted to demonstrate this through the immune study in [**Figure 3**](#f0003){ref-type="fig"}. In a small animal model such as the guinea pig, it is easy to generate maximal immune responses. However, upon scale up in larger animals or humans, the plasticity to significantly increase the delivered dose may be paramount to clinical success. While maintaining combination vaccine efficacy through separation is vital, developing a device that is clinically acceptable is a critical requirement. It would technically be feasible to deliver all the components of a multi-agent vaccine separately in series, one after the other; however, from both a patient and clinicians perspective, this is far from ideal. We recognize that in principle the higher dose could be delivered by repeated administration of the SEP device on four separate ID injection sites. However, the m4SEP device allows for the single administration of EP pulses to the four injection sites. We are in the process of automating the vaccine injection step instead of the manual Mantoux method to make it easier to deliver 4 × dose via the m4SEP. The proof of principle data presented here supports the further development of the multi-head EP device as a means to both deliver a larger dose via ID administration, but also importantly, delivery up to four independent antigens to spatially distinct injection sites. With this in mind, our multi-head device has been developed to spatially separate the components of the vaccine but deliver them simultaneously. From the perspective of the patient, we believe they would be unable to differentiate between receiving a single dose of vaccine or multiple vaccine treatments.

A major constraint to ID delivery is a limitation to the volume of vaccine that can be delivered to the skin. For a single injection, generally, volumes delivered directly to the skin cannot exceed 100--150  μl due to issues with dermal delamination and pain. Since DNA is limited in the concentration that it can be manufactured to, with10 mg/ml being the approximate upper limit,[@cit0041] the volume restrictions constrain the resulting dose. However, the use of the multi-array device would lift this constraint, allowing for single injection volumes of 100--150  μl at multiple sites simultaneously at a single treatment. From a procedural perspective, this device would allow delivery of significantly higher doses during a single treatment without any added discomfort to the patient. The ability to deliver higher doses could have significant effects on the resulting immune responses for all delivered vaccines, combination or single component.

When designing clinical protocols involving combination DNA vaccines, the ability to ensure full efficacy and potency of each component is paramount. Where higher dosing strategies are required or the ability to tailor the positioning of vaccines is important, the use of the multi-head delivery device could provide a solution and preserve immunity while maintaining a tolerable and patient acceptable procedure.
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